[Investigations on the stability of droplets from medical jet and ultrasound aerosol atomizers (author's transl)].
The droplet size distribution of aerosols is not only determined by the process of aerosol production. After generation of an aerosol its spectrum undergoes very rapid changes due to vaporization and condensation process, that result in a spectrum depending on type and concentration of the used medicament and the partial pressure of water vapour in the vicinity of the droplets. The resulting spectrum is measured and calculated.